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Calibration Check Test Results Page of

Address/UnitNo.

Device

Date XRF Serial No.

Contractor

NIST SRM Used mg/cm2 Calibration Check Tolerance Used mg/cm2

First Calibration Check

NISTSRM First Average Difference Between First
AverageandNISTSRM*

First Reading Second Reading Third Reading

SecondCalibrationCheck

NISTSRM First Average Difference Between First
AverageandNISTSRM*

First Reading Second Reading Third Reading

Third Calibration Check (if required)

NISTSRM First Average Difference Between First
AverageandNISTSRM*

First Reading Second Reading Third Reading

Fourth Calibration Check (if required)

NISTSRM First Average Difference Between First
AverageandNISTSRM*

First Reading Second Reading Third Reading

* If the difference of the Calibration Check Average from the NIST SRM film value is greater than the specified
Calibration Check Tolerance for this device, consult the manufacturer's recommendations to bring the instrument
back into control. Retest all testing combinations tested since the last successful Calibration Check test.
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